A sensitometric evaluation of a dental radiographic developer additive.
The efficacy of a commercially available developer additive was investigated by a sensitometric method. The effects of the additive on two different manual developing solutions were evaluated immediately after mixing and at intervals of 5, 10, and 15 weeks. An automatic film processor was used to process control radiographs. Under the conditions of this investigation, no advantages were demonstrated following the use of the additive.